PRODUCT NAME 
IPL machine 

shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


DESCRIPTION 

model LY01, hand piece model L, spot 15*50, 7 filters, 800W, 8" display 
LY02 

1 of IPL model L 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1-5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,400.00 US$ 1,400.00 



PRODUCT NAME 
Elight machine 
model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


DESCRIPTION 

model LY01, hand piece model L, spot 15*50, 7 filters, 800W, 8" display 
LY02 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
Guangzhou Ruiheng, 5M 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,600.00 US$ 1,600.00 



PRODUCT NAME 
Elight+RF machine 

model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


DESCRIPTION 

model LY01, Elight handle model M, spot 15*50, 7 filters, 800W, 8" display, RF handle model 2016 
LY01 

white+grey 

1 pc of elight + 1 pc of RF 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 

Beijing Dazhi 1M, (Guangzhou Ruiheng optional, 5M) 

2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,800.00 US$ 1,800.00 



PRODUCT NAME 
IPL machine 

model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


DESCRIPTION 

model LY02, hand piece model M, spot 15*50, 7 filters, 800W, 8" display 
LY02 

white+dull blue, white+brillant blue, white+grey, white+green, white black 
1 of IPL model M 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

10-50J/cm2, 0.3-IHz, 1-5 pulses, 1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
2*15,000uf = 30,000uf 

8-inch multi color touch screen, inteligent IPL menu, all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,400.00 US$ 1,400.00 




Elight machine 
model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


LY07 

white+blue+grey 
1 of IPL/Elight model M 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

10-50J/cm2 / 0.3-1Hz/1-5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
Guangzhou Ruiheng, 5M 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 72cm*52cm*64cm 0.24cbm 
aluminium plastic box 


US$ 


1,600.00 US$ 1,600.00 





DESCRIPTION 


QUANTITY 


PRODUCT NAME 


HS CODE 


UNIT PRICE TOTAL AMOUT 


Elight machine 

model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


LY02 

white+dull blue, white+brillant blue, white+grey, white+green 
1 of Elight model M 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
Beijing Dazhi 1M 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 




8543709990 1 US$ 


1,600.00 US$ 1,600.00 



PRODUCT NAME 


DESCRIPTION 


HS CODE QUANTITY UNIT PRICE 


TOTAL AMOUT 


Elight+RF machine 

model: 
shell colour: 
hand piece: 
spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


LY02 

white+dull blue, white+brillant blue, white+grey, white+green 
1 of Elight model M with UK Firslight lamp, 1 of RF handle classical model 
7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
15*50mm2, 12*30mm2 optional 
Beijing Dazhi, 800W 
Beijing Dazhi 1M 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent IPL ELIGHT RF menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
1.000W, 110V 50Hz or 220V 50Hz 
22 kg/30 kg 

60cm*42cm*38cm, 71cm*54cm*55cm 0.21cbm 
aluminium plastic box 





PRODUCT NAME 
SHR MACHINE 

model: 

shell colour: 

hand piece: 

spectrum range 

IPL energy density/frequency: 

SHR SSR energy density/frequency: 

spot size: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp: 

cooling system: 

IPL power supply: 
machine power output/voltage: 
net weight/gross weight: 
sizes (main machine/package): 
packing: 
unit price: 

upgrade from quartz to sapphire spot: 
upgrade from Ncrieo lamp to Heraeus lamp: 


DESCRIPTION 

LY06 portable 
white 

1 of SHR model M 
640-950nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
10-50J/cm2 / 1-IOHz /1-5ms 
15*50mm2 

3*1 5,000uf = 45,000uf 

8-inch multi color touch screen, inteligent SHR menu, all languages 
yes 

UK Firstlight 

water cooling, air cooling and semiconductor cooling 

Beijing Dazhi, 2000W 

2,500W, 110V 50Hz or 220V 50Hz 

28kg/39 kg 

46cm*38cm*41 cm/73cm*52cm*60cm 0.23cbm 

aluminium box 

USD 1800 

plus USD 130 

plus USD 70 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,800.00 US$ 1,800.00 



PRODUCT NAME 
SHR-IPL MACHINE 

model: 

shell colour: 

hand piece: 

spectrum range 

IPL energy density/frequency: 

SHR SSR energy density/frequency: 

spot size: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp: 

cooling system: 

IPL power supply: 
machine power output/voltage: 
net weight/gross weight: 
sizes (main machine/package): 
packing: 
unit price: 

upgrade from quartz to sapphire spot: 
upgrade from Ncrieo lamp to UK Firstlight lamp: 
upgrade from Ncrieo lamp to Heraeus lamp: 


DESCRIPTION 

ONE SAME HAND PIECE FOR IPL AND SHR SSR ! 

LY06 portable 
white 

1 of IPL/SHR/SSR model M 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

10-50J/cm2 / 0.3-1Hz/1-5 pulses/1-20ms 
10-50J/cm2 / 1-IOHz /I -5ms 
15*50mm2, 12*30mm2 optional 
3*1 5,000uf = 45,000uf 

8-inch multi color touch screen/inteligent SHR IPL SSR menu/all languages 
yes no 

UK Firstlight, F981, 7*65*130, with wires, 80,000-100,000 shots, in SHR mode 300,000-500,000 shots 

water cooling, air cooling and semiconductor cooling 

Beijing Dazhi, 2000W 

2.500W, 1 1 0V 50Hz or 220V 50Hz 

28kg/30 kg 

60cm*42cm*38cm, 73cm*52cm*60cm 0.23cbm 

aluminium box 

USD 1800 

plus USD 130 

plus USD 65 

plus USD 130 



IPI-IIIR I 

9ermonij 


PRODUCT NAME 


DESCRIPTION 


HS CODE QUANTITY UNIT PRICE 


TOTAL AMOUT 


Elight+Elight machine 

hand piece: 

spectrum range 

IPL energy density/frequency: 

capacitors: 

operation interface: 


1 elight handle of spot size 15mm*50mm, 1 elight handle of spot size 12mm*30mm 
1 set of 7 filters, 430 530 560 590 610 640 690-1200nm 
10-50J/cm2 / 0.3-1Hz/1-5 pulses/1-20ms 
2*15,000uf = 30,000uf 

8-inch multi color touch screen/inteligent Elight menu/all languages 



1,800.00 


US$ 









customer's logo in menu: 
xenon lamp: 
cooling system: 

IPL power supply: 

RF power supply: 
machine power output/voltage: 
net weight/gross weight: 
sizes (main machine/package): 
packing: 


IPL-SHR Germany logo 

Beijing Ncrieo, 80,000-100,000 shots 

water cooling, air cooling and semiconductor cooling 

Beijing Dazhi, 800W 

Beijing Dazhi 1M 

1.500W, 110V 50Hz or 220V 50Hz 
28kg/30 kg 

60cm*42cm*38cm, 73cm*52cm*60cm 0.23cbm 
aluminium box 




PRODUCT NAME 


DESCRIPTION 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 


ESHR+ESHR machine 

model: 

shell colour: 

hand piece: 

spectrum range 

SHR energy density/frequency: 

spot size: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp: 

cooling system: 

IPL power supply: 

RF power supply: 

machine power output/voltage: 

net weight/gross weight: 

sizes (main machine/package): 

packing: 

unit price: 


IPL hair remove device LY06 

LY06 portable 

white 

2 handles of E SHR 
640-950nm 

10-50J/cm2 / 1-IOHz /I -5ms 
15*50mm2 

3*1 5,000uf = 45,000uf 

8-inch multi color touch screen/inteligent ESHR HI H2 menu/customer indicates language 
yes, appear 5 seconds 

UK Firstlight, F981, 7*65*130, with wires, 80,000-100,000 shots, in SHR mode 300,000-500,000 shots 

water cooling, air cooling and semiconductor cooling 

Beijing Dazhi/2000W 

Guangzhou Ruiheng/5M 

2.500W/1 1 0-220V 50Hz 

28kg/30 kg 

60cm*42cm*38cm/73cm*52cm*60cm 0.23cbm 
aluminium box 
USD 2300/unit 

upgrade from quartz to real sapphire, add USD 130 
upgrade to German Heraeus xenon lamp, add USD 80 



2 US$ 

2 US$ 


2,300.00 US$ 2,300.00 








130.00 US$ 

80.00 US$ 


260.00 

160.00 



ipi-siiR i 

9crmony 


PRODUCT NAME 
SHR-IPL MACHINE 

model: 

shell colour: 

hand piece: 

spectrum range 

IPL energy density/frequency: 

SHR SSR energy density/frequency: 

spot size: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp: 

cooling system: 

IPL power supply: 

machine power output/voltage: 

net weight/gross weight: 

sizes (main machine/package) : 

packing: 

unit price: 

upgrade from quartz to sapphire spot: 
upgrade from Ncrieo lamp to UK Firstlight lamp: 
upgrade from Ncrieo lamp to Heraeus lamp: 


DESCRIPTION 

ONE SAME HAND PIECE FOR IPL AND SHR SSR ! 

LY07 

white+blue+grey 
1 of IPL/SHR/SSR model M 

7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

1 0-50J/cm2 / 0.3-1 Hz/1 -5 pulses/1-20ms 
10-50J/cm2 / 1-IOHz /I -5ms 
15*50mm2, 12*30mm2 optional 
3*1 5,000uf = 45,000uf 

8-inch multi color touch screen/inteligent SHR IPL SSR menu/all languages 
yes no 

Beijing Ncrieo, 80,000-100,000 shots/in SHR mode 300,000-500,000 shots 

water cooling, air cooling and semiconductor cooling 

Beijing Dazhi, 2000W 

2,500W, 110V 50Hz or 220V 50Hz 

28kg/30 kg 

60cm*42cm*38cm, 72cm*52cm*64cm 0.24cbm 

aluminium box 

USD 1800 

plus USD 130 

plus USD 65 

plus USD 130 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 1,800.00 US$ 1,800.00 



PRODUCT NAME 

Elight+RF+yag laser machine 

model: 

shell colour: 

hand piece: 

spectrum range: 

IPL energy density/frequency: 
IPL spot size: 

IPL power supply: 

RF power supply: 

capacitors: 

operation interface: 

customer's logo in menu: 

xenon lamp : 

cooling system : 

machine power output/voltage : 

net weight/gross weight : 

sizes (main machine/package) : 

packing: 

remarks: 


DESCRIPTION 

3 hand pieces, 800W IPL power supply, 5M RF power supply, 500W yag laser power supply 
LY08 

white+grey 

1 Elight handle of model M, 1 RF handle model 2016, 1 yag laser handle model 2016 
7 filters/set, 430, 530, 560, 590, 610, 640, 690-1200nm, 

10-50J/cm2 / 0.3-1Hz/1-5 pulses/1-20ms 

15*50mm2 

Beijing Dazhi, 800W 

Guangzhou Ruiheng, 5M 

2*15,000pF = 30,000pF 

8-inch multi color touch screen, inteligent Elight, RF, yag laser menu, En 

Beijing Ncrieo, 80,000-100,000 shots 
water cooling, air cooling and semiconductor cooling 
2.500W, 220V 50Hz 
65 kg/74 kg 

65cm*41 cm*1 1 3cm, 76cm*63cm*1 34cm 
aluminium plastic box 


HS CODE QUANTITY UNIT PRICE TOTAL AMOUT 

8543709990 1 US$ 2,600.00 US$ 2,600.00 





